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ANALYTICAL REPORT

For the attention of Dept  Reports & Sample Registration

Client Information

Eurofins Cosmetics and Personal Care Italy Srl
Lungotevere A. da Brescia, 11  
ROMA  ITALIA

StaffCOSME@eurofins.com

EUAA70-00007723Order Code:

Reception Date: 10-Aug-2020

Analysis Starting Date:

Analysis Ending Date: 12-Aug-2020

10-Aug-2020

MasksSample described as:

Sample Information

Information provided by the customer:

3ply non woven disposable surgical masksClient Reference:

Sample Description: LARISA FACE COVER S.A.

No requirements / Sin RequisitosCustomer requirements:

Purchase Order Number:

Batch Decision ruleL202182 Not applicable.
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SAMPLE PICTURE
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CONCLUSION:

TEST PROPERTY PASS FAIL REMARKS

Brethability (Differential Pressure)

EN 14683:2019+AC:2019 Annex C

A - Mask REFER RESULT

Resistance against penetration by synthetic blood

ISO 22609:2004

A - Mask REFER RESULT

Remark: Test has been performed as per application request
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METHOD FOR DETERMINATION OF BRETHABILITY (DIFFERENTIAL PRESSURE) 
 
 
Test Method: EN 14683: 2019+AC: 2019 Annex C 

Number of test specimens: 5 

Number of test per specimen: 5 

Sample area tested: Circular, diameter 2,5 cm 

Tested area of the test sample: 4,9 cm2 

Flow rate during testing: 8±0,25 l/min 

General location of measurement areas: Representative of the overall surface. 

 

 

 
Results 
 

Specimen 

Units (Pa) 
∆P 

(Pa/cm2) 
Position 

1 

Position 

2 

Position 

3 

Position 

4 

Position 

5 

Mean value 

 (Pa) 

1 163 147 146 156 161 155 31,6 

2 136 156 157 133 158 148 30,2 

3 147 153 155 155 155 153 31,2 

4 169 146 146 148 164 155 31,6 

5 147 170 153 159 152 156 31,9 

 Mean Value 31,3 

Uncertainty ± 1,7  

 

Observation: 

For thick and rigid masks the test method may not be suitable as a proper seal cannot be maintained 

in the sample holder. 
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SURGICAL MASKS 
 

Operating requirements for surgical masks based on EN 14683: 2019+AC: 2019 standard 
 
 

TEST TYPE I TYPE II TYPE IIR 

Bacterial filtration efficiency (BFE), (%)  95  98  98 

Differential pressure (Pa/cm2) < 40 < 40 < 60 

Splash resistance pressure (kPa) Not required Not required  16 

Microbial cleanliness (CFU/g)  30  30  30 
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